Ultrafast on-site selective visual detection of TNT at sub-ppt level using fluorescent gold cluster incorporated single nanofiber.
In this communication, a fluorescent gold cluster incorporated electrospun nanofibrous membrane and single nanofiber for selective and sensitive detection of TNT at sub-ppt level are demonstrated.